Each 75-minute face-to-face interview was conducted by an independent moderator. First, participants ranked a predefined list of features in order of importance to them, before the moderator demonstrated how to use each pen. Participants then tested each pen and ranked them (first, second, third or fourth) for each predefined feature (Figure 1 ). Only the identity of Gla-300 SoloSTAR was masked as the survey included pen-experienced users; to avoid bias caused by familiarity with other insulin pens, ≤16% of users were experienced with any one device. Participants were not informed of the survey sponsor.
Both users and trainers selected the same three features as being most important (Figure 1 ). Of these, users and trainers ranked Gla-300 SoloSTAR first for "Easiest to inject yourself" and "Easiest to use overall" significantly more often than other pens. In addition, the percentage of users and trainers ranking Gla-300 SoloSTAR in first place for "Easiest to dial the right dose" was numerically higher than for any other pen, although these differences did not always reach statistical significance.
Gla-300 SoloSTAR was also ranked first significantly more often than the other pens when considering the feature "Least effort required to push plunger" (Figure 1 ). This suggests that Gla-300 SoloSTAR may benefit people with reduced hand strength, although supporting data from a laboratory-based injection-force study would be of interest. Of note, Gla-100 SoloSTAR was perceived to perform significantly better than Gla-300 SoloSTAR for "Easiest to see how much insulin is left in the pen," as was FlexPen for "Easiest to feel and hear the dial turning."
This interview-based survey has limitations that should be considered when interpreting the results, including the use of only a single personal interview, the unmasked nature of the survey with regards to three of the tested pens, and the use of newly developed questionnaires that have not been validated or undergone psychometric testing. Further investigation of the use of Gla-300 SoloSTAR in clinical practice, ideally by insulin-naïve people with diabetes who may be reluctant to initiate insulin therapy, would therefore be of interest.
In conclusion, these survey results are promising because an insulin device that is easy to use and inject may contribute to increased adherence to insulin therapy, 5 and therefore improve glycemic management. Figure 1 . Percentage of users (n = 254) (A) and trainers (n = 190) (B) ranking each pen device in first place for each pen feature, in order of importance of pen features to the surveyed population (top is most important and bottom is least important). *P < .05 vs Gla-300 SoloSTAR. **P < .01 vs Gla-300 SoloSTAR. ***P < .001 vs Gla-300 SoloSTAR. Statistical significance estimated using two-tailed one-sample t test. Only trainers were asked to rank devices against the feature "Least time required to train in using the device."
